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Abstract
Guidewire retention during an interventional treatment is a very rare complication that can lead to possible serious 
complications, such as thrombosis, embolization, sepsis, and perforation. Hence, a retained guidewire must be 
retrieved as soon as possible. Here, we provide the first report of a case of accidental retention of a 0.035” J guidewire 
in the right atrium and aortic arch during basilar artery aneurysm embolization. We found that due to the heavier 
weight of the J guidewire and its hydrophilic-coated layer, it could not be removed using previously reported methods 
for micro-guidewire retention. Therefore, we constructed a self-invented snare device consisting of a 0.014” micro-
guidewire and a 4-Fr MP-A1 catheter and successfully retrieved the J guidewire, thus avoiding open surgery and its 
associated serious complications. According to our experience, this novel technique described here is quite easy to 
perform, safe, effective, can avoid serious complications and prevent the need for open surgery.
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technique or open surgery.2-4 In the few existing recent 
reports, the retained guidewires were mostly 0.014” or 
0.021” micro-guidewires, and the methods of management 
included the use of a gooseneck micro-snare, stenting 
against the vessel wall, deep-guided catheter wedging 
with balloon inflation and cardiovascular surgery.3,5,6 
Here, we provide the first report of a case of accidental 
retention of a 0.035” J guidewire in the right atrium and 
aortic arch during basilar artery aneurysm embolization. 
After considering the difference in hydrophilic properties 
between the J guidewire and micro-guidewires and the 
retention characteristics in this case, we successfully 
retrieved the wire using a self-invented snare device, 
thus avoiding serious complications. To the best of 
our knowledge, no similar report has previously been 
published.

Case report
A 75-year-old female patient was admitted to 

our hospital in September 2018 due to rupture of a 
basilar artery aneurysm. She was urgently treated with 
interventional embolization on the day of admission. 
During the operation, we found that the patient’s right 
vertebral artery was occluded at its origin and that the 
left vertebral artery was severely distorted at its origin. 
Thus, we could not place a 6-Fr guiding catheter (Cordis 
Corp., Florida, USA) into the left vertebral artery (forced 
placement would likely have caused vertebral artery 

Introduction

Given the widespread use of interventional techniques, 
guidewire retention is a rarely reported complication.1 

Because serious complications, such as thrombosis, 
embolization, sepsis, vessel dissection, and perforation, 
can occur after guidewire retention, the guidewire needs 
to be retrieved as soon as possible via an interventional 
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spasm and posterior circulation ischaemia). We, therefore, 
advanced a J guidewire (Radifocus, Terumo, Tokyo, 
Japan) into the left brachial artery through a 6-Fr guiding 
catheter to stabilize the guiding catheter towards the left 
vertebral artery orifice so that aneurysm embolization 
could be performed smoothly. Unfortunately, the Y valve 
did not completely lock the J guidewire. Hence, at the 
end of the embolization, the J guidewire rushed into the 
right atrium and the aortic arch as a result of the pressure 
exerted by the high-pressure syringe (Figure 1A), the end 
of which was still in the guiding catheter (located at the 
T12 level) (Figure 1B).

After confirming that the activated clotting time was 
greater than 300 s, we first tried to use the traditional 
gooseneck micro-snare and balloon inflation method, 
but due to the heavier weight of the J guidewire and its 
hydrophilic-coated layer, these methods both ended in 
failure. Consequently, we constructed a self-invented 
snare device consisting of a 0.014” micro-guidewire 
(Microvention, Terumo, Tokyo, Japan) and a 4-Fr MP-
A1 catheter (Cordis Corp., Florida, USA) as follows. We 
folded the micro-guidewire end until it formed a small 
loop (approximately 1.5 cm in length) and fixed it in 

place with two 4-0 silk threads to ensure that the micro-
guidewire formed a circle that was large enough to push 
the J guidewire through it (Figure 2A). The device was 
then placed close to the J guidewire in the 6-Fr guiding 
catheter, and the micro-guidewire loop was then used to 
capture the end of the J guidewire. Once the J guidewire 
was captured by the micro-guidewire loop (Figure 2B and 
supplementary video 1), the micro-guidewire was rotated 
to maximize the friction between the micro-guidewire 
loop and the J guidewire (Figure 2C). The J guidewire tail 
was then pulled back into the 4-Fr MP-A1 catheter (Figure 
2D and supplementary video 2). 

Finally, we slowly pulled out both the captured J 
guidewire and the self-invented snare device from the 6-Fr 
guiding catheter (Figure 3 and supplementary video 3).

Since there was no stent deployed during the surgery, 
there was no need for the patient to take any anticoagulant 
or antiplatelet medicine after the surgery. The patient 
was discharged on the 7th day after surgery without any 
complications and was free of clinical symptoms and 
thromboembolic events after a follow-up period of 6 
months.

Figure 1: Radiological images showing a (A) 0.035’’ J guidewire that was retained in the right atrium and aortic arch; (B) 
The end of the J guidewire still located in the 6Fr guiding catheter (T12 vertebral level)
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Figure 3: Intraoperative images demonstrating that the J 
guidewire was pulled out of the body.

Figure 2: Radiological and intraoperative images showing the process of retrieving the J guidewire with a self-invented 
snare device. (A) The fabrication of the self-invented snare device. (B) A micro-guidewire was used to capture the end of 
the J guidewire. (C) The micro-guide wire was rotated to increase its friction with the J guidewire. (D) The J guidewire was 
then dragged into the 4Fr MP-A1 catheter
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Discussion

Guidewire retention is a very rare complication 
that can occur during cerebrovascular intervention or 
cardiovascular intervention. However, if a retained 
guidewire is not retrieved in a timely manner, 

complications, such as thrombosis, embolization, sepsis, 
vessel dissection, and perforation, may occur in the early 
or late stage.7 Retrieval of the guidewire by open surgery 
can result in greater trauma and additional surgical risks. 
In contrast, although it is sometimes difficult to retrieve the 
guidewire via interventional methods, these approaches 
are less invasive and time-saving and are therefore often 
preferred.8 In the few relevant published case reports, 
the retained micro-guidewires were all 0.014” or 0.021”. 
According to the retention conditions, these guidewires 
can in most cases be successfully removed using a 
gooseneck micro-snare or deep-guide catheter wedged 
with balloon inflation.9 The technique of a gooseneck 
micro-snare is to to snare the lost wire and retrieve it into 
the guiding catheter, and the method of using a deep-
guide catheter wedged with balloon inflation is to trap the 
retained microwire between the outer wall of balloon and 
inner wall of guiding catheter. However, in this case, a 
0.035” J guidewire was retained; these wires are heavier 
than micro-guidewires and therefore require greater 
pulling force; additionally, the presence of a hydrophilic 
surface layer also means that more friction is required to 
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pull it out. After attempting conventional interventional 
methods, we were able to remove the guidewire using 
a self-invented snare device. The advantage of our self-
invented snare device is that it can be used to increase 
friction with the J guidewire by rotating the micro-
guidewire (Supplementary video 4). This was the key to 
the successful removal of this J guidewire.

Conclusion

Retention of a 0.035” J guidewire is a very rare 
interventional complication that may be difficult to 
resolve via conventional interventional methods. The self-
invented snare device described in this study consisted 
of a folded 0.014” micro-guidewire and a 4-Fr MP-A1 
catheter and was successfully used to retrieve a retained 
J guidewire. This technique is easy to perform, is safe 
and effective, and can prevent the need for open surgery, 
which can result in additional complications.
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Supplementary material captions
1. Video showing the process used to loop the micro-

guidewire to capture the end of the J guidewire. 
https://youtu.be/G1ihatXeIuI 

2. Video showing the process used to drag the J guidewire 
into the guiding catheter with a self-invented snare 
device. https://youtu.be/E5P7P0CJ7YI 

3.  Video showing the process used to pull the J 
guidewire out to the outside of the body. https://youtu.
be/c4Opfe4nJfE 

4. Video showing the process used to increase friction 
by rotating the micro-guidewire of the self-invented 
snare device. https://youtu.be/YqV9B0bWLa8 
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